The implementation of a Multistat centrifugal analyzer in an automated laboratory.
The implementation of a centrifugal analyzer in an automated laboratory is discussed. Hardware and software requirements for the linkage between a MCA-III (Instrumentation Laboratories) and a desktop computer HP 9845B (Hewlett Packard) are described. A simple and reliable automated system working in a conversational mode was realized.